INTRODUCTION
Understanding systematically biological systems and phenomena is important to obtain fundamental knowledge in biology and also in drug discovery applications. 1, 2 Biophysics attempts to elucidate biological systems and functions using physicochemical, reactive mechanics, and statistical approaches. Molecular interactions are pivotal in understanding the functions of biological systems and phenomena. Analyzing specific molecular interactions is one of the major challenges in biophysics. Fluorescence imaging, 3 transmission electron microscopy, 4 and fluorescence resonance energy transfer (FRET) 5 are typically employed to analyze molecular interactions such as protein-protein interaction, protein-ligand interaction, and protein-DNA interaction. However these techniques require complex and expensive equipment as well as several time-consuming technical processes for sensitive molecular interaction analysis. Therefore simple, rapid, and high-throughput technique for molecular interaction analysis is required. Fluorescence polarization (FP) is a solution-based method which is widely used to study molecular interactions. [6] [7] [8] [9] [10] [11] [12] In FP measurements, P, degree of polarization, is a) Authors to whom correspondence should be addressed: hibara@tohoku.ac.jp and tokeshi@eng.hokudai.ac.jp determined by the following equation:
where I and I ⊥ are the fluorescence intensities parallel and perpendicular to the excitation polarization, respectively. Therefore, it is necessary to select each polarization to determine P. Conventional FP measurement apparatus employ a rotating polarizer [6] [7] [8] [9] [10] or a polarizing splitter 11, 12 to select the polarizations and detect their intensities with a photodiode [6] [7] [8] 11 or an image sensor. 9,10,12 FP measurements with this mechanism is limited to single sample analysis and low throughput. Although commercial fluorescence spectrometers present microplate-based FP measurements to improve the throughput, sample scanning is necessary that requires additional complex optical components. 13, 14 Previously we had developed a unique FP measurement system with a liquid crystal (LC) layer and a CCD image sensor which enables simultaneous FP imaging for multiple samples. 15 The FP measurement system is based on the synchronized detection between the switching rate of the LC layer and the sampling rate of the CCD. This system consists of a semiconductor laser, a CCD camera, a LC layer, and optical components such as an objective lens, filters, and mirror. Using this system, we succeeded in demonstrating simultaneous detection of molecular interactions between an antigen and antibody in multiple samples using FP immunoassay (FPIA). However, the measurement precision of our system was lower than that of the conventional FP apparatus. The main reason for a low precision was that only a fraction of the incident light was transmitted by the LC layer, obtained by disassembling a commercially available LCD. Moreover, the control system for synchronization between the switching rate of the LC layer and the sampling rate of the CCD needed to be improved. In this paper, we developed an improved system addressing the problems of the previous system. By using a LC suitable for our purpose, the performance of the system has been significantly improved. We succeeded in cost reduction by using an inexpensive CCD and an LED instead of an electronically cooled CCD and a laser, respectively. In order to evaluate the performance of the developed system, simultaneous FPIA of multiple samples of prostaglandin E2 was performed and compared with a conventional FP apparatus.
PRINCIPLE
The detection principle is based on LC-CCD synchronization detection as mentioned in Ref. 15 . In a FP imaging system, the FP signal passing through the LC layer is modulated at a certain frequency ( f Hz) by on-off switching of the voltage applied to the LC layer. When such a fluorescence signal is captured by the CCD which is operated at 4f Hz to synchronize with the LC switching, four images with FP signals are sampled. By processing these four images, the system obtains an amplitude (AC) image which includes different components of FP and an offset (DC) image which includes sum components of FP. Thus, P values of multiple samples are obtained as single two-dimensional image by image analysis.
THE INSTRUMENT
We have built an FP imaging system using an LED allowing multiple sample processing. The setup is shown in Fig. 1 the beam, an aspheric condenser lens (ACL5040U-A, Thorlabs) was used. The excitation beam was introduced into plano convex lenses (SLB-25.4-35P, Sigma Koki, Tokyo, Japan) and focused on the blades of an iris diaphragm (SM1D12, Thorlabs). The iris diaphragm removed the unnecessary beam to create a uniform beam profile. After passing through the iris diaphragm, the beam was collimated again by the achromatic lens (ATL-30-40PY2, Sigma Koki). The collimated beam was introduced into a linear glass polarizing filter (Edmund Optics, Barrington, NJ). The polarized excitation beam enters a dichroic block (A11214, Hamamatsu Photonics, Hamamatsu, Japan) with an excitation filter (ET470/10x, Chroma technology, Bellows Falls, VT) and a dichroic mirror (DM505, Olympus, Tokyo, Japan). The dichroic mirror reflects the excitation beam and the beam passes through the objective lens (M Plan Apo 5×, Mitutoyo, Kawasaki, Japan). The excitation beam was focused onto a microdevice that holds the samples to be imaged.
The microdevice was fabricated by standard softlithography techniques with PDMS and a glass slide. 16 The microdevice had microchannels with individual inlets and outlets to hold four different samples. Each microchannel is 300 µm wide and 1 mm deep with <1 µl sample volume. The sample has an emission wavelength of ∼520 nm. The fluorescence signals were collected by the objective lens and then introduced into the dichroic block including the emission filter (ET520/10x, Chroma technology). After passing through the dichroic mirror and the emission filter, the fluorescence passes through a LC layer (MS-β14A, Tianma Japan, Kawasaki, Japan) with a polarization filter while polarization modulating. The LC layer is designed as a single pixel to increase the transmittance. The transmittance increased from ∼7% to ∼40%. This addressed one of the main drawbacks of the previous FP system. The fluorescence signals were focused on the CCD image sensor (Retiga R1, QImaging, Surrey, BC, Canada) by an achromatic lens (ATL-30-40PY2, Sigma Koki) and captured as images. The captured images were processed by our homebuilt software designed using the Microsoft visual studio. Frequency of the LC panel orientation and that of image sampling for CCD were synchronized by a function generator (WF1948, NF, Yokohama, Japan) with the ratio of 1: 4. The applied voltage to the LC panel was designed to fit our measurement conditions (60 Hz, <8 V). FP measurement on a similar sample was also performed by a commercial conventional FP apparatus (FP-715, JASCO Co., Tokyo, Japan) to compare their performance. to reduced FP with increasing target concentration. Based on these binding interaction mechanisms, FPIA is established in food testing and clinical applications.
RESULTS AND DISCUSSION
In this paper, we demonstrated simultaneous multiple sample FPIA for prostaglandin E2 (PGE2) as a model target to evaluate the performance of the developed system. PGE2, lipid metabolite of arachidonic acid, is an endogenous mediator and modulator of innate immunity, inflammatory effects 19 as well as in sleeping and waking regulation. 20 The mixture of PGE2, fluorescein conjugated PGE2, and anti-PGE2 antibody was incubated before sample imaging. The reactions were performed according to the instructions of the commercial PGE2 assay kit manufacturer (Abnova Prostaglandin E2 FPIA Kit, Abnova, Taipei, Taiwan). The microdevice was designed to obtain four samples with different target concentrations in the same field of view. We demonstrated simultaneous FP measurements of 7 different PGE2 concentrations (1.56, 3.13, 6.25, 12.5, 25, 50, and 100 ng/ml), FIG. 3 . Standard curve of FP against PGE2 concentration in the range of 1.56-100 ng/ml obtained from the developed system, previous system, and conventional apparatus.
4 at a time. The measurements were performed in triplicates. Figure 2 shows a typical P image obtained by the FP imaging instruments. The standard curve is obtained from the luminescence of microchannels in such P images in Fig. 3 . For comparing performance, the standard curves obtained from our previous system and conventional instrument are also shown in Fig. 3 . The coefficient of variations (CVs) from these results is shown in Table I . The reduction of P values was observed with increasing PGE2 concentrations as expected. Additionally, these sets of results properly correlated with each other, confirming FP imaging is possible with the developed system. The error bars of results with the developed system are smaller than that with previous system because of increased LC layer transmittance and improved synchronization. While the maximum standard deviation against P deviation of the conventional FP apparatus is 3.0%, those of developed and previous systems are 3.9% and 16.1%, respectively. Therefore, the measurement precision of the developed system is almost the same as that of the conventional FP apparatus. By altering the microdevice design, it will be easily possible to increase the number of the samples detected simultaneously. The increased throughput is an attractive feature for the molecular interaction analysis field.
CONCLUSIONS
We developed a new, improved FP imaging system with simultaneous sample processing ability. The simultaneous FPIA of multiple samples for PGE2 was performed to evaluate the measurement performance of the system. From the results, we confirmed that the measurement performance of the developed system is comparable with that of the conventional FP apparatus, improving from the previous system. Table II summarizes and compares the abilities of the three apparatuses (new FP system, previously developed FP system, and the conventional FP system), in terms of the number of samples processed at the same time, measurement precision, and cost. Our developed system is able to carry out simultaneous FP measurement of multiple samples, while the measurement precision of the system is comparable with that of the conventional FP apparatus designed for single analysis. Additionally, we succeeded in cost reduction by using an inexpensive CCD and an LED. Theoretically, our system has potential for further price reduction by optimizing the optical components (lenses and filters), optical arrangement, and electronics used. Moreover, an increase in the number of samples being processed at the same time is possible by changing the microdevice design. We have developed an inexpensive high throughput FP measurement system and hope for its wide usage in molecular interaction studies. 
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